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1. Introduction
1.1 Background
Thi s Suppl enmental Assay Method (SAM tests for preservative
interference with sterility tests and determ nes the ratio
of inoculumto nmediumwhich results in sufficient dilution
to prevent bacteriostatic and fungistatic activity. This
testing is required by the Code of Federal Regul ations,
Title 9 (9 CFR), Part 113.25(d).
1.2 Keywords
Preservative interference, vaccines, bacterins,
bacteriostatic, fungistatic
2. Materials
2.1 Equipnent/instrunentation
2.1.1 30°-35°C incubator
2.1.2 20°-25°C incubator
2.1.3 Sterile disposable cotton-plugged pipettes
2.1.4 Sterile 10-m di sposable syringes with needles
2.1.5 Biosafety cabinet
2.1.6 Vortex m xer
2.1.7 Water bath
2.2 Reagents/supplies
2.2.1 Indicator Organisns: Use Bacillus subtilis
(American Type Culture Collection [ ATCC] #6633),
Candi da krusei (ATCC #6258), and C ostridi um chauvoei

spores, or equivalent organisns as specified in the
current United States Pharnmacopoeia (USP), as the
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i ndi cator organisns to determ ne the preservative
interference according to 9 CFR, Part 113.25(d).

2.2.2 Media: Brain Heart Infusion Agar (BH A),
Soybean- Casei n Di gest Agar (SCDA) or Trypticase Soy
Agar (TSA), Soybean-Casein Di gest Medi um (SCDM or
Trypticase Soy Broth (TSB), Fluid Thioglycollate
Medi um (FTM, and Fluid Thioglycollate Mdiumwth
0.5% Beef Extract (FTMBE). See Section 9.1 for Media
For mul ati ons.

3. Preparation for the test
3.1 Personnel qualifications/training

Personnel perform ng the test must have experience or
training in this protocol. This includes know edge of
aseptic biological |aboratory techni ques and preparation,
proper handling, and disposal of biological agents,

reagents, tissue culture sanples, and chem cals. Personnel
nmust al so have know edge of safe operating procedures and
policies and Quality Assurance (QA) guidelines of the Center
for Veterinary Biologics-Laboratory (CVB-L) or equivalent,
as well as training in the operation of the necessary

| aboratory equi pnent listed in Section 2.1.

3.2 Preparation of equipnent/instrunentation
3.2.1 Turn biosafety cabinets on at least 1 hr before
preparing positive control reagents or testing nedia
for grow h pronotion.

3.2.2 Monitor incubators daily for tenperature
according to the current version of [GDOCSOP0001]

3.2.3 Monitor freezers and cool ers used for the
storage of reagents and controls for tenperature daily

according to the current version of[TIXXEXIXKKEﬂ
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3.3 Preparation of reagents

3.3.1 Use frozen (-70°C) or lyophilized stock cultures
of B. subtilis spores and C. krusei, prepared according
to the current version of|STSAhD900|(Sections 4.1 and
4.2), as a source of indicator organisnms. Use a frozen
(-70°C) stock culture of C. chauvoei spores, prepared
as described in the current version of [STSAMI90T |
(Section 3.3) as the source of this indicator organi sm
Prepare suspensions of the indicator organi sns and then
determ ne the nunber of indicator organisnms per m of
suspensi on by plate count as described in the current
versi on of [STSAMD90Z |(Section 4.1) for B. subtilis and
C. krusei. Determne the nunber of organisnms per ni

for C. chauvoei by nost probable nunbers (MPN). The
procedure is described as the nost probable total count
by multiple-tube nmethod in the 1985 U. S. Pharnacopei a
XXI', page 154.

3.3.2 To test for preservative interference from
aerobic bacterins and killed virus biologics,

use B. subtilis with FTM at 30°-35°C and C. krusei
with SCOM and FTM at 20°-25°C. For anaerobic
bacterins, use C. chauvoei with FTM BE at 30°-35°C and
C. krusei with SCDM and FTM at 20°-25°C. For
parenteral live viral products, use B. subtilis with
SCDM at 30°-35°C and C. krusei with SCDM at 20°-25°C,
For chicken enbryo origin (CEOQ), poultry, drinking
wat er vaccines, use B. subtilis with BH A at 30°-35°C
and C. krusei with BH A at 20°-25°C

4. Performance of the test
4.1 Broth nedia
4.1.1 Prepare 20 test vessels containing the specified
test media for the type of biologic product being

tested (Section 3.3.2) for each indicator organism

Row 1 (10 test vessels)
Row 2 (10 test vessels)
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4.1.2 Row 1l is the control. |Inoculate each test
vessel inrow 1l with approximately 100 CFU of the
i ndi cat or organi sm

4.1.3 Row 2 is the test. Inocul ate each test vessel
inrow2 with 1 m or 0.2 m of the test sanple,
depending on the sterility test (9 CFR 113.26 or
113.27). Next, inocul ate each test vessel in row 2
wi th approximately 100 CFU of the indicator organism

4.1.4 Incubate the test vessels at the appropriate
tenperature, depending on the indicator organi smused,
for 14 days and observe for grow h.

4.2 Agar nedia

4.2.1 \Wen poured agar plates are used to test CEO
drinking water vaccine, |abel 20 enpty petri dishes for
each indi cator organism

4.2.2 1Inoculate each of 10 petri dishes with 10 bird
doses of product. Al 20 petri dishes are then

i nocul ated with approximtely 100 CFU of the indicator
or gani sm

4.2.3 Pour nelted BH A, which has been cooled to 60°C
or less, onto each of the 20 petri dishes. The petri
di shes are then swirled to m x the product and the 100
CFU of the indicator organism

4.2.4 The pour plates are incubated for 7 days at
30°-35°C if inoculated with B. subtilis and for 14 days
at 20°-25°C if inoculated with C. krusei

Interpretation of the test results

5.1 There is no interference in the broth test if the test
vessel s containing biologic have the sane nunber of test
vessel s showi ng growh as their correspondi ng test vessels
cont ai ni ng no bi ol ogi c.
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5.2 There is no interference in the pour plate agar test if
t he pl ates contai ning biologic have the sanme average CFU

(+ 20% as their correspondi ng plates containing no

bi ol ogi c.

5.3 If interference is denonstrated by a reduced growh in
the test vessels or plates containing biologic, the test
procedure nust be repeated using a | arger volunme of medi um
A range of |arger nedia volunes nust be tried, after
interference is noted, to elimnate nultiple repeats of this
testing.

6. Report of test results

Record the results of these preservative interference tests in
the 1 og book of the appropriate sterility or purity test code.
The results are recorded on the facing page to the test record.
Al so record the results of these preservative interference tests
in the Vollist data base on the sterility central conputer.

7. Ref er ences

7.1 Code of Federal Regulations, Title 9, Part 113.25(d),
U.S. Governnent Printing Ofice, Washington, DC, 1999.

7.2 The U S. Pharnacopeia, 1985, Vol. 21, pp 1151-1160,
Mack Publishing Co., Easton, PA

8. Summary of revisions

This docunent was rewitten to neet the current NVSL/ CVBL QA
requirenents, to clarify practices currently in use in the CVB-L,
and to provide additional detail. The following is a list of

not abl e changes nmade fromthe superseded April 15, 1992, and
March 1, 1990, versions.

8.1 The word “tube” was replaced by “test vessel” to allow
the use of tubes, flasks or bottles for |arger volunmes of
br ot h.
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8.2 Equival ent organisns; C ostridi um sporogenes
(ATCC #11437), and Candi da al bi cans (ATCC #10231) as
specified in the USP can be substituted.
9. Appendi ces
9.1 Media formulations
9.1.1 NVSL Media Fornmul ati on No. 10204
BRAI N HEART | NFUSI ON AGAR ( BHI A)

Brain Heart |nfusion Agar 52.0 g
QO 1000 mi

Aut ocl ave 20 mn at 121°C.

9.1.2 NVSL Media Formul ati on No. 10487

TRYPTI CASE SOY AGAR ( TSA)
OR
SOYBEAN- CASEI N DI GEST AGAR ( SCDA)

Trypti case Soy Agar 40.0 g
0O 1000 m

Aut ocl ave 20 mn at 121°C.

9.1.3 NVSL Media Formul ati on No. 10423
TRYPTI CASE SOY BROTH ( TSB)
OoR
SOYBEAN- CASEI N DI GEST MEDI UM ( SCDV)

Trypticase Soy Broth 30.0 g
QO 1000 m

Aut ocl ave 20 mn at 121°C.

TSB and SCDM are 2 nanes for the sane nedia fornmul ati on
fromdifferent nedia conpani es.
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9.1.4 NVSL Media Fornmul ation No. 10135
FLU D TH OGLYCOLLATE MEDI UM ( BBL)

Fluid Thi ogl ycol | ate Medi um 29.5 ¢
O 1000 m

M x and heat to boiling. Autoclave 20 mn at 121°C.

9.1.5 NVSL Media Formul ati on #10227
FLU D TH OGLYCOLLATE W TH BEEF EXTRACT

Fluid Thi ogl ycol | ate Medi um 29.5 ¢
QO 1000 m

Heat and add:
0. 5% Beef Extract (Difco) 5.0 g

Bring to a boil and dispense. Autoclave 20 m n at
121°C.



